BAG HeaH care

BAG-Bowie & Dick Evaluation Chart

BAG-BD-Check Il (Order-No. 7563) / BAG-AutoCheck Il (Order-No. 7561)

Unexposed indicator /
No steam penetration.

PASS
Test conditions achieved:
Uniform color change to black.
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Test conditions NOT achieved:

\\_/ ;_____J No uniform color change to black.
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BAG HeaH care

BAG-Bowie & Dick Evaluation Chart

BAG-BD-Check (Order-No. 7523) / BAG-AutoCheck (Order-No. 7521)

Unexposed indicator /
No steam penetration.

Test conditions achieved:
Uniform color change to black.
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FAIL

Test conditions NOT achieved:

No uniform color change to black.
Blue to brown areas in the center of
the test sheet indicate residual air and
/ or insufficient steam penetration.
Check test conditions and repeat
Bowie & Dick test.
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